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1.	 Warning
This microscope is a scientific precision instrument designed to last for many years with a minimum of maintenance. It 
is built to high optical and mechanical standards and to withstand daily use. We remind you that this manual contains 
important information on safety and maintenance, and that it must therefore be made accessible to the instrument users. 
We decline any responsibility deriving from incorrect instrument use uses that does not comply with this manual.

2.	 Safety Information

	 	 Avoiding Electrical Shock 

Before plugging in the power supply, make sure that the supplying voltage of your region matches with the operation voltage 
of the equipment and that the lamp switch is in off position. Users should observe all safety regulations of the region. The 
equipment has acquired the CE safety label. However, users have full responsibility to use this equipment safely. Please 
follow the guidelines below, and read this manual in its entirety to ensure safe operation of the unit.
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3.	 Package content
3.1	 SZX-B / SZX-T / SZX-BA / SZX-TA

①	 Microscope body
•	 SZX-B/BA Binocular / SZX-T/TA Trinocular
②	 Eyepieces

③	 Allen wrenches (only for SZX-T/TA)
④	 Dust cover
⑤	 Ring for photo port (only for SZX-T/TA)

③

④

①

②

⑤



Page  6

①	 Microscope body
•	 SZO-B Binocular / SZO-T Trinocular
②	 Eyepieces

③ 	Allen wrenches (only for SZO-T)
④	 Dust cover

③

④

①

②

①	 Coarse focus system

①

3.2	 SZO-B / SZO-T

3.3	 SZ-A1
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①	 Coarse/fine focus system

①

①	 Base
②	 Head holder / focus system

③	 Pillar
④	 Dust cover

③

①

②

④

3.4	 SZ-A6

3.5	 ST-150
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3.6	 ST-152

3.7	 SZ-ST1

②
③

①

①	 Base 
②	 Head holder / focus system

③	 Pillar
④	 Dust cover

③

①

②

④

①	 Base
②	 Stage clips (one pair)

③	 Black/white plate
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①	 Base
②	 Transparent disc
③	 Stage clips (one pair)

④	 Incident light illuminator
⑤	 Black/white plate
⑥	 Power supply

3.8	 SZ-ST2 / SZ-ST3

3.9	 SZ-ST7 / SZ-ST8

⑥

①④
⑤

②
③

①	 Base
②	 Transparent disc
③	 Stage clips (one pair)

④	 Black/white plate
⑤	 Self-supporting led light guides
⑥	 Power supply

①
④

⑤

② ③

⑥
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3.10	 SZ-OBL

3.11	 SZ-STL1

①	 Base
②	 Pillar
③	 Drop prevention ring

④	 Horizontal arm
⑤	 Focus holder arm

①②
③

④

⑤

①	 Base
②	 Pillar
③	 Glass plate

④	 Power supply
⑤	 Dust cover

①

②

③

④

⑤
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①	 Base
②	 Pillar
③	 Horizontal arm

④	 Drop prevention ring
⑤	 Focus system
⑥	 Allen wrenches

3.12	 SZ-STL2

②

③

④
⑤

⑥

①

①	 Base
②	 Pillar
③	 Drop prevention ring

④	 Horizontal arm
⑤	 Focus holder arm
⑥	 Allen wrenches

①

②

③

④

⑤

⑥

3.13	 SZ-STLX
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③

①

②

④ ⑤

3.14	 SZ-STL5

①	 Pillar
②	 Horizontal arm
③	 Head holder / focus system
④	 Table clamp (C)
⑤	 Drop preventing ring / cable holder (D)
⑥	 Clamp holder (F)
⑦	 Clamp (G)
⑧	 Plastic cover (H)
⑨	 Screw for through-hole mounting (I)
⑩	 Fixing plate (J)

⑪	 Fixing plate (K)
⑫	 Washer (L)
⑬	 Nut (M)
⑭	 Rubber pads (4pcs) (N)
⑮	 Allen wrench 4mm (O)
⑯	 Allen wrench 6mm (P)
⑰	 Spanner (Q)
⑱	 Screws M6x10 (2pcs) (R)
⑲	 Screws M6x12 (3pcs) (S)
⑳	 Screws M6x16 (3pcs) (T)

C D F H

I J K L M N O P Q

R S T

⑭ ⑮

⑥ ⑦ ⑧

⑨ ⑩ ⑪ ⑫ ⑯⑬ ⑰

⑱ ⑲ ⑳

G
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3.15	 SZ-STL5LED

③

①

②

④

⑤

①	 Pillar
②	 Horizontal arm
③	 Head holder / focus system
④	 LED self supporting arms
⑤	 Illumination control box with power supply
⑥	 Table clamp (C)
⑦	 Drop preventing ring (D)
⑧	 Clamp holder (F)
⑨	 Clamp (G)
⑩	 Plastic cover (H)
⑪	 Screw for through-hole mounting (I)

⑫	 Fixing plate (J)
⑬	 Fixing plate (K)
⑭	 Washer (L)
⑮	 Nut (M)
⑯	 Rubber pads (4pcs) (N)
⑰	 Allen wrench 4mm (O)
⑱	 Allen wrench 6mm (P)
⑲	 Spanner (Q)
⑳	 Screws M6x10 (2pcs) (R)
㉑	 Screws M6x12 (3pcs) (S)
㉒	 Screws M6x16 (3pcs) (T)

⑥ ⑦
C D F G H

I J K L M N O P

R S T

⑭ ⑮

⑧ ⑨ ⑩

⑪ ⑫ ⑯⑬ ⑰ ⑱ ⑲

⑳ ㉑ ㉒

Q
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4.	 Unpacking
The microscope is housed in a moulded Styrofoam container. Remove the tape from the edge of the container and lift the 
top half of the container. Take some care to avoid that the optical items (objectives and eyepieces) fall out and get dam-
aged. Using both hands (one around the arm and one around the base), lift the microscope from the container and put it 
on a stable desk.

Do not touch with bare hands optical surfaces such as lenses, filters or glasses. Traces of grease or other 
residuals may deteriorate the final image quality and corrode the optics surface in a short time.

5.	 Intended use
Standard models

For research and teaching use only. Not intended for any animal or human therapeutic or diagnostic use.

IVD Models
 
Also for diagnostic use, aimed at obtaining information on the physiological or pathological situation of the subject.

6.	 Symbols and conventions
The following chart is an illustrated glossary of the symbols that are used in this manual.

CAUTION 

This symbol indicates a potential risk and alerts you to proceed with caution.

ELECTRICAL SHOCK

This symbol indicates a risk of electrical shock.
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7.	 Instrument description
7.1	 System Diagram
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7.2	 SZX-B / SZX-T / SZX-BA / SZX-TA

KOOM KNOB

PHOTO/TV PORT 
(ONLY SZX-T/TA)

EYEPIECE

DIOPTER 
COMPENSATION

RING

MICROSCOPE BODY
•	 SZX-B/BA: BINOCULAR
•	 SZX-T/TA: TRINOCULAR

7.3	 SZO-B / SZO-T

PHOTO/TV PORT 
(ONLY SZO-T)

EYEPIECE

DIOPTER 
COMPENSATION

RING

MICROSCOPE BODY
•	 SZO-B: BINOCULAR
•	 SZO-T: TRINOCULAR

CLICK STOP 
SELECTOR

KOOM KNOB
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7.4	 SZ-A1

HEAD HOLDER

HEAD FIXING 
SCREW

COARSE FOCUS 
KNOB

FIXING KNOB

7.5	 SZ-A6

TENSION
ADJUSTMENT 
RING

FIXING KNOB

HEAD HOLDER COARSE FOCUS KNOB

FINE FOCUS KNOB

HEAD FIXING 
SCREW
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7.6	 ST-150

7.7	 ST-152

FOCUS
KNOB

BASE

PILLAR 

HEAD HOLDER

HEAD FIXING 
SCREW

FOCUS
KNOB

BASE

COLUMN

HEAD HOLDER

HEAD FIXING 
SCREW
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PILLAR

STAGE CLIPS

PILLAR

STAGE CLIPS

TRANSLUCENT 
(TRANSMITTED LIGHT) OR 

BLACK/WHITE (INCIDENT 
LIGHT) STAGE PLATES

BASE

INCIDENT LIGHT
LED ILLUMINATOR

INCIDENT LIGHT ON/OFF - 
INTENSITY CONTROL 
KNOB

BASE

BLACK/WHITE 
STAGE PLATE

7.9	 SZ-ST2 / SZ-ST3

7.8	 SZ-ST1

TRANSMITTED LIGHT 
ON/OFF - INTENSITY 

CONTROL KNOB
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7.10	 SZ-ST7 / SZ-ST8

PILLAR

STAGE CLIPS

SELF SUPPORTING
LED ARMS

BASE

TRANSMITTED LIGHT 
ON/OFF - INTENSITY 
CONTROL KNOB

INCIDENT LIGHT 
ON/OFF - INTENSITY 
CONTROL KNOB

TRANSLUCENT 
(TRANSMITTED LIGHT) OR 

BLACK/WHITE (INCIDENT 
LIGHT) STAGE PLATES

7.11	 SZ-OBL

PILLAR

STAGE CLIPS

BASE

TRANSMITTED LIGHT 
ON/OFF - INTENSITY 
CONTROL KNOB

GLASS STAGE 
PLATE

MIRROR ROTATION 
KNOB
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7.12	 SZ-STL1

HORIZONTAL
ARM

BASE

HORIZONTAL ARM
FIXING KNOB

PILLAR

FOCUS SYSTEM 
HOLDING ARM

DROP PREVENTION RING

PILLAR
FIXING KNOB

ARM HOLDER 
FIXING KNOB

HORIZONTAL
ARM

BASE

PILLAR
FIXING KNOB

PILLAR

FOCUS SYSTEM 
HOLDING ARM

DROP PREVENTION
RING

FIXING KNOB FOR 
TILTING HOLDING 

ARM

HORIZONTAL ARM
FIXING KNOB

7.13	 SZ-STL2
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7.15	 SZ-STL5

FOCUS
KNOB

TABLE CLAMP

PILLAR 

DROP 
PREVENTION

RING

HEAD 
HOLDER

HOLDING ARM

HEAD FIXING 
SCREW

HORIZONTAL ARM

BASE

PILLAR

COARSE FOCUS
KNOB

PILLAR
FIXING KNOB

HORIZONTAL 
SLIDING LOCK

HORIZONTAL ARM
FIXING KNOB

DROP PREVENTION
RING

HEAD HOLDER

HEAD FIXING 
SCREW

7.14	 SZ-STLX
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7.16	 SZ-STL5LED

LED SELF 
SUPPORTING 

ARMS PILLAR

FOCUS
KNOB

HOLDING ARM

DROP 
PREVENTION
RING

TABLE CLAMP

LED ARMS  
INTENSITY 
CONTROL

HEAD 
HOLDER
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FFig. 1ig. 1

FFig. 3ig. 3

FFig. 2ig. 2

①

②

③

8.	 Assembling 
8.1	 SZ-A1 / SZ-A6

•	 The mounting of the SZ-A1 and SZ-A6 focusing systems ap-
plies to all bases except ST-152, SZ-STL1, SZ-STL2, SZ-
STLX and SZ-STL5. For the assembling procedure on these 
bases, please refer to the specific section.

1.	 Place the focusing system on the column and, once the de-
sired height is reached, tighten the locking knob ① located 
on the back of the focusing system. (Fig. 1)

8.2	 SZ-ST1 / ST-150

1.	 Remove the base from its packaging and place it on a flat 
surface. The base is already assembled from the factory and 
does not require any further assembly procedure other than 
that of mounting the focusing system.

8.3	 ST-152

1.	 Remove the base from its packaging and place it on a flat 
surface. The base is already assembled from the factory and 
does not require any further assembly.

8.4	 SZ-ST2 / SZ-ST3

1.	 Install the LED spotlight for incident light as shown in Fig. 2.
•	 By loosening the fixing screw ② you can change the angle 

of inclination of the spotlight to optimize the illumination on 
the sample. 

2.	 Insert the cable plug into the socket at the top of the pillar ③. 
(Fig. 3)
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3.	 Connect the power supply plug to the socket on the back of 
the microscope base. (Fig. 4)

FFig. 6ig. 6

FFig. 5ig. 5

FFig. 4ig. 4

8.5	 SZ-ST7 / SZ-ST8 / SZ-OBL

1.	 Remove the base from its packaging and place it on a flat 
surface. The base is already assembled from the factory and 
does not require any further assembly procedure other than 
that of mounting the focusing system.

2.	 Connect the power supply plug to the socket on the back of 
the microscope base. (Fig. 4)

8.6	 SZ-STL1

1.	 Screw the pillar on the base. (Fig. 5)

2.	 Tighten the screw to lock the pillar. (Fig. 6)
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3.	 Insert the drop preventing ring and fix it at the desired height 
by screwing the fixing knob. (Fig. 7)

FFig. 7ig. 7

FFig. 8ig. 8

FFig. 9ig. 9

FFig. 10ig. 10

②

③

①

4.	 Insert the horizontal arm and secure it with the fixing screw 
①. (Fig. 8 - 9)

5.	 Install the head holder. Unscrew the locking knob ③ and in-
sert the arm for the focus support from above ② into the hole 
of the horizontal arm. (Fig. 10-11)
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6.	 Once fully inserted, tighten the fixing screw ④ (Fig. 11)

FFig. 11ig. 11

FFig. 12ig. 12

FFig. 13ig. 13

④

⑤

③

7.	 Insert from below the focusing system, tighten the fixing 
screw ⑤ and re-tighten the locking knob ③ from below. (Fig. 
12-13)
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8.7	 SZ-STL2

1.	 Screw the pillar on the base. (Fig. 14) 

FFig. 14ig. 14

FFig. 15ig. 15

FFig. 17ig. 17

FFig. 16ig. 16

①

2.	 Tighten the screw to lock the pillar. (Fig. 15) 

3.	 Insert the drop preventing ring and fix it at the desired height 
by screwing the fixing knob. (Fig. 16) 

4.	 Insert the horizontal arm and secure it with the fixing screw 
① (Fig. 17). 
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FFig. 18ig. 18

FFig. 19ig. 19

5.	 For a bigger safety, lock the fixing screw ② with the provided 
Allen wrench. (Fig. 18)

FFig. 20ig. 20

④

②

③

6.	 Install the head holder. Unscrew the prevention knob ③ and 
insert the head holder from below in the pillar. Lock the fixing 
knob ④.At the end screw again the prevention knob ③. (Fig. 
19-20)
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8.8	 SZ-STLX

1.	 Screw the pillar on the base. (Fig. 21) 

FFig. 21ig. 21

FFig. 22ig. 22

FFig. 24ig. 24

FFig. 23ig. 23

①

2.	 Tighten the screw to lock the pillar. (Fig. 22) 

3.	 Insert the drop preventing ring and fix it at the desired height 
by screwing the fixing knob. (Fig. 23) 

4.	 Insert the horizontal arm and secure it with the fixing screw 
①. (Fig. 24)
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5.	 Head holder can be installed in several ways according to 
specific need of the user.

Installation mode n° 1: (Fig. 25-27)

Insert the rear part of the head support (round black part) ③ (Fig. 
25) from the top into the hole of the horizontal arm ④ and screw 
in the prevention knob ② from the bottom.

•	 This mode allows the installation of heavy heads (or with 
heavy cameras installed on top of the head).

FFig. 26ig. 26

FFig. 28ig. 28

FFig. 27ig. 27

FFig. 25ig. 25
②

③

④

Installation mode n° 2: (Fig. 28-29)

Insert the rear part of the head support (round black part) ③ (Fig. 
28) from below into the hole in the horizontal arm and screw in 
the prevention knob ② from above.
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•	 These two modes allow the tilting of the head. (Fig. 29)

FFig. 29ig. 29

FFig. 31ig. 31

FFig. 30ig. 30
⑤

Installation mode n° 3: (Fig. 30)

Insert the back part of the head holder (black round part) ③ (Fig. 
25) in the hole at the end of the horizontal arm and tighten the 
knob ⑤.

•	 This mode allows the swivel of the head. (Fig. 31)
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8.9	 SZ-STL5 / SZ-STL5LED

8.9.1	 Table fixing with clamp

1.	 Attach the pillar (B) to the table clamp (C) using the three 
screws (T). (Fig. 32)

2.	 Attach the clamp holder (E) to the table clamp (C) using the 
three screws (S). (Fig. 33)

3.	 Stick the rubber damps (N) to the table clamp.

5.	 Attach the plastic cover (H) to the clamp holder, then fix the 
assembly to the table by screwing the fixing knob. (Fig. 35)

•	 NOTE: The plastic cover (H) also serves as a container 
for the Allen keys used for assembly and tension adjust-
ment of the various parts.

FFig. 32ig. 32

FFig. 33ig. 33

FFig. 35ig. 35

FFig. 34ig. 34

4.	 Attach the clamp (G) to the clamp holder (F) using the two 
screws (R). (Fig. 34)

•	 NOTE: Depending on the thickness of the table, the 
clamp (G) can be mounted in two different positions.
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FFig. 39ig. 39

6.	 Insert the drop preventing ring (D) in the pillar.
7.	 Insert the flexible arm (A) and tighten the fixing screw. (Fig. 

36)

8.9.2	 Table fixing with through-hole

1.	 Drill a hole in the table where you mean to install the stand.
2.	 Repeat the procedure described in step 1) of the chapter 

8.9.1.
3.	 Insert the screw (I) into the fixing plate (J).
4.	 Tighten the fixing plate using the three screws (S). (Fig. 37)
5.	 Stick the rubber damps (N) to the table clamp.

6.	 Insert the screw (I) into the hole of the table.
7.	 Fix the assembly using the fixing plate (K), the washer (L) 

and the nut (M).
8.	 Tighten the nut using the spanner (Q). (Fig. 38)
9.	 Repeat the procedure described in steps 6) and 7) of the 

chapter 8.2.1 to install the flexible arm.

10.	Mount the focus on to the arm, using the provided screws 
and Allen wrench. (Fig. 36)

FFig. 37ig. 37

FFig. 38ig. 38

FFig. 36ig. 36
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FFig. 40ig. 40

FFig. 41ig. 41

①

FFig. 42ig. 42

①

①

①

8.10	 Installing the head (all models)

Install the head and screw the fixing knob. (Fig. 40)

FFig. 43ig. 43

②

③

8.11	 Installing the eyepieces (all models)

1.	 Remove the dust caps from the eyepiece sleeves and insert 
the eyepieces. (Fig. 41)

2.	 Lock the eyepieces by tightening the locking screw ①.

8.12	 Installing the photo port (SZX-T / TA)

1.	 Loosen the fixing screws ① of the supplied photo port and 
remove the existing photo port. (Fig. 42)

2.	 Insert the ring of the photo port ② making sure to leave the 
fixing screw of the photo adapter ③ facing right. (Fig. 43)

3.	 Lock the fixing screws ①. (Fig. 42)
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9.	 Use of the microscope

FFig. 44ig. 44

FFig. 45ig. 45

FFig. 47ig. 47

②

  

①

FFig. 46ig. 46

HOLD INCREASE 

DECREASE

③

④

9.1	 Adjusting interpupillary distance 

1.	 Hold the right and left eyepiece tube with both hands and ad-
just the interpupillary distance by moving the two parts until 
one circle of light can be seen. 

•	 If two circles appear, the interpupillary distance is too big, 
and if two overlapped circles appear, the interpupillary dis-
tance is too small. (Fig. 44)

9.2	 Focusing 

Put the sample to be observed on the stage plate and focus the 
sample using the focusing knobs ①. 
•	 If necessary adjust the height of the microscope head along 

the vertical stand. 
•	 Remember to lock the fixing knob ② after setting the height 

of the microscope. (Fig. 45)

9.3	 Adjusting the tension of the focus knob

•	 This adjustment allows to increase or decrease the ten-
sion of the knob by avoiding an involuntary descent of 
the microscope body under its own weight. Adjust the 
tension just above the point where the focus is stable. 

9.3.1	 SZ-A1

1.	 Grab the knobs ③ both hands and, while holding the left 
knob, turn the right knob. 

•	 The tension increases or decreases depending on the direc-
tion of rotation of the right knob. (Fig. 46)

9.3.2	 SZ-A6

1.	 Turn the adjusting ring ④ clockwise until the desired tension 
is achieved.

•	 Turning it counterclockwise will cause the tension to drop, 
resulting in a loss of focus. (Fig. 47)
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9.4	 Diopter compensation 

•	 This compensation makes possible for people wearing 
glasses to adjust the microscope to their eyes and use 
the microscope without glasses. 

1.	 Put the zoom down to the lowest magnification ① and focus 
the specimen with the focusing knobs ②. (Fig. 48)

2.	 Put the zoom to the maximum magnification and repeat the 
focusing.

3.	 Return to the lowest magnification: the specimen will be out 
of focus.

FFig. 48ig. 48

①
②

FFig. 49ig. 49

③
4.	 Adjust the diopter compensation ring of the right eyepiece 

③ (Fig. 49) until the image of the right eyepiece is clear and 
sharp. Repeat the procedure for the left eyepiece. 

5.	 Check the focus of the image for the whole zoom range. It 
should be perfectly parfocal (focus is maintained during the 
change of magnification).



Page  38

9.5	 Magnification 

1.	 Select the desired magnification by adjusting the zoom knob 
①. (Fig. 50)

•	 Change the eyepieces and/or add an appropriate additional 
lens if needed.

•	 Only for SZO series: The microscope body is equipped with 
a “click-stop” function that allows to obtain a precise setting 
of the desired magnification (Fig. 50). Click stop can be 
activated or deactivated by operating with the provided Allen 
wrench in the hole placed in the right side of the microscope 
body.

FFig. 50ig. 50

FFig. 51ig. 51

SZX Series (0.67x - 4.5x / F.N. 22 mm)
Eyepiece 10x 15x 20x 25x

Field Number 
(mm) 22 16 12 9

Objective Total Mag. F.O.V. (mm) Total Mag. F.O.V. (mm) Total Mag. F.O.V. (mm) Total Mag. F.O.V. (mm)

0.3X 2.01X-13.5X 109.45-16.30 3.02X-20.25X 79.60-11.85 4.02X-27X 59.70-8.89 5.03X-33.75X 44.78-6.67

0.5X 3.35X-22.5X 65.67-9.78 5.03X-33.75X 47.76-7.11 6.7X-45X 35.8-5.33 8.38X-56.25X 26.87-4.00

0.75X 5.03X-33.75X 43.78-6.52 7.54X-50.63X 31.84-4.74 10.05X-67.5X 23.88-3.56 12.56X-84.37X 17.91-2.67

1X 6.7X-45X 32.84-4.89 10.05X-67.5X 23.88-3.56 13.4X-90X 17.91-2.67 16.75X-112.5X 13.43-2.00

1.5X 10.05X-67.5X 21.89-3.26 15.08X-101.25X 15.92-2.37 20.1X-135X 11.94-1.78 25.13X-168.75X 8.96-1.33

2X 13.4X-90X 16.42-2.44 20.1X-135X 11.94-1.78 26.8X-180X 8.96-1.33 33.5X-225X 6.72-1.00

SZX-A Series (0.65x - 5.5x / F.N. 23 mm)
Eyepiece 10x 15x 20x 25x

Field Number 
(mm) 23 16 12 9

Objective Total Mag. F.O.V. (mm) Total Mag. F.O.V. (mm) Total Mag. F.O.V. (mm) Total Mag. F.O.V. (mm)

0.3X 1.95X-16.5X 117.95-13.94 2.93X-24.75X 82.05-9.70 3.9X-33X 61.54-7.27 4.88x-41.25x 46.15-5.45

0.5X 3.25X-27.5X 70.77-8.36 4.88X-41.25X 49.23-5.82 6.5X-55X 36.92-4.36 8.13x-68.75X 27.69-3.27

0.75X 4.88X-41.25X 47.18-5.58 7.31X- 61.88X 32.82-3.88 9.75X-82.5X 24.62-2.91 12.19x-103.13X 18.46-2.18

1X 6.5X-55X 35.38-4.18 9.75X-82.5X 24.62-2.91 13X-110X 18.46-2.18 16.25X-137.5X 13.85-1.64

1.5X 9.75X-82.5X 23.59-2.79 14.63X-123.75X 16.41-1.94 19.5X-165X 12.31-1.45 24.38X-206.25X 9.23-1.09

2X 13X-110X 17.69-2.09 19.5X-165X 12.31-1.45 26X-220X 9.23-1.09 32.5X-275X 6.92-0.82

①

9.6	 Use of additional lens

1.	 Screw the desired additional lens on the microscope body. 
(Fig. 51)

•	 Each additional lens has a specific Working Distance. 
•	 The stroke of the focus adapter could not compensate the 

different working distances of the several additional lenses.
•	 In the event that the focus support fails to focus the sample, 

the entire body of the microscope must be raised or lowered.

Total magnification used can be calculated as: 
Eyepiece magnification * Zoom magnification * Objective lens 
magnification.
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SZO Series (0.67x - 4.5x / F.N. 23 mm)
Eyepiece 10x 15x 20x 25x

Field Number 
(mm) 23 16 12 9

Objective Total Mag. F.O.V. (mm) Total Mag. F.O.V. (mm) Total Mag. F.O.V. (mm) Total Mag. F.O.V. (mm)

0.3X 2.01X-13.5X 114.43-17.04 3.02X-20.25X 79.60-11.85 4.02X-27X 59.70 -8.89 5.03X-33.75X 44.78-6.67

0.5X 3.35X-22.5X 68.66-10.22 5.03X-33.75X 47.76-7.11 6.7X-45X 35.82-5.33 8.38X-56.25X 26.87-4.00

0.75X 5.03X-33.75X 45.77-6.81 7.54X- 50.63X 31.84-4.74 10.05X-67.5X 23.88-3.56 12.56X-84.38X 17.91-2.67

1X 6.7X-45X 34.33-5.11 10.05X-67.5X 23.88-3.56 13.4X-90X 17.91-2.67 16.75X-112.5X 13.43-2.00

1.5X 10.05X-67.5X 22.89-3.41 15.08X-101.25X 15.92-2.37 20.1X-135X 11.94-1.78 25.13X-168.75X 8.96-1.33

2X 13.4X-90X 17.16-2.56 20.1X-135X 11.94-1.78 26.8X-180X 8.96-1.33 33.5X-225X 6.72-1.00

FFig. 54ig. 54

FFig. 52ig. 52

FFig. 53ig. 53

③

②

①

9.7	 Use of additional lenses 0.3X-0.5X

The additional lenses 0.3X and 0.5X have a long working dis-
tance and therefore the total stroke of the focusing column can-
not compensate.
To make the additional lenses 0.3X and 0.5X work correctly, pro-
ceed as follows:

1.	 Screw the additional lens on the microscope body as already 
described in chapter 9.6.

2.	 Uninstall the microscope body from the head holder.
3.	 Install the spacer ① in the head holder and screw the fixing 

knob ②. (Fig. 52)
4.	 Re-install the microscope body onto the spacer and screw 

the fixing knob ③. (Fig. 53)
5.	 Begin working normally.

9.8	 Black/white stage plate (SZ-ST1 / 2 / 3 / 7 / 8) 

You can use a black/white contrast disc to increase the contrast 
of the image when working in incident light. (Fig. 54)
If you are looking at bright samples, place the disc with the black 
side facing up.
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9.9	 Use of illumination (SZ-ST2 / 3 / 7 / 8)

1.	 Turn the transmitted light knob ② in order to turn ON/OFF or 
to change the intensity of the transmitted light LED. (Fig. 55)

2.	 Turn the incident light knob ① in order to turn ON/OFF or to 
change the intensity of the incident light LED.

•	 It is possible to use both illuminations at the same time.

FFig. 55ig. 55

FFig. 56ig. 56

②

①

③③

FFig. 58ig. 58

Only for SZ-ST7 / SZ-ST8:

•	 Tilt and position the self-supporting arms of the base ③ to 
optimally illuminate the sample. (Fig. 56)

•	 The arms can be placed individually in the desired position.

9.10	 Use of illumination (SZ-OBL)

1.	 Turn the transmitted light knob ① in order to turn ON/OFF or 
to change the intensity of the transmitted light LED. (Fig. 57)

2.	 Turn the mirror rotation knob ② to tilt the mirror until the de-
sired oblique illumination is obtained.

•	 The mirror has a smooth surface and a knurled surface. The 
two surfaces make it possible to optimize observation by 
providing adequate contrast depending on the sample to be 
observed.

9.11	 Use of eye shields (SZO-B / T)

•	 Use with eyeglasses 

Fold rubber eyeshields with both hands. Folded eyeshields avoid 
scratching the lenses of eyeglasses. (Fig. 58)

FFig. 57ig. 57

①

②
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FFig. 59ig. 59

•	 Use without eyeglasses

Raise eye shields and observe at the microscope placing eyes 
to the shields, avoiding external light to disturb the observation. 
(Fig. 59)
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9.12	 Use of overhanging stand

9.12.1	 SZ-STL1

Moving the horizontal arm

1.	 Unlock the knob on the right side of the horizontal arm ①. 
(Fig. 57)

FFig. 60ig. 60

FFig. 61ig. 61

①

FFig. 62ig. 62

FFig. 63ig. 63

②

①

2.	 The arm can be extended or shortened according to specific 
needs. (Fig. 61)

Swivel the head

1.	 Unlock the fixing knob ① and rotate the head to the desired 
swivel angle (left or right), then tighten the knob again. (Fig. 
62)

Rotating the horizontal arm 

1.	 Loosen the horizontal arm fixing knob ② and rotate the arm, 
then tighten again the fixing knob. (Fig. 63)

•	 NOTE: 180° rotation of the microscope with respect to 
the base could cause a rollover of the entire system.
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9.12.2	 SZ-STL2

Moving the horizontal arm

1.	 Unlock the knob on the left side of the horizontal arm ①. (Fig. 
64)

FFig. 64ig. 64

FFig. 65ig. 65

①

FFig. 66ig. 66

FFig. 67ig. 67

②

③

2.	 The arm can be extended or shortened according to specific 
needs. (Fig. 65)

Tilting the head holder 

1.	 Loosen the knob ② (Fig. 66) on the right side of the head 
holder. The tilting pillar can be moved. Once the desired 
angle is achieved, tighten the knob again.

Swivel the head 

1.	 Unlock the fixing knob ③ and rotate the head to the desired 
swivel angle (left or right), then tighten the knob again. (Fig. 
67-68)
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Rotating the horizontal arm

1.	 Loosen the horizontal arm fixing knob ④ and rotate the arm, 
then tighten again the knob. (Fig. 69)

•	 NOTE: 180° rotation of the microscope with respect to 
the base could cause a rollover of the entire system.

FFig. 68ig. 68

FFig. 69ig. 69

④

FFig. 70ig. 70

FFig. 71ig. 71

①

9.12.3	 SZ-STLX

Moving the horizontal arm

1.	 Unlock the knob on the right side of the horizontal arm ①. 
(Fig. 70)

2.	 The arm can be extended or shortened according to specific 
needs. (Fig. 71)
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Adjusting the horizontal lock

1.	 Unlock the fixing knob of the stopper ② and move it in a 
position suitable to user’s needs. (Fig. 72)

2.	 Lock the fixing knob to set the movement limit.

FFig. 73ig. 73

FFig. 72ig. 72
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③

FFig. 74ig. 74
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④

Tilting the head holder 

1.	 Loosen the Allen screw ③ (Fig. 73) on the top of the head 
holder.

2.	 The tilting black part can be moved. Once the desired angle 
is achieved, tighten the wrench again.

Swivel the head

1.	 Unlock the fixing knob ④ and rotate the head to the desired 
swivel angle (left or right), then tighten the knob again. (Fig. 
74-75)
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Rotating the horizontal arm 

1.	 Loosen the horizontal arm fixing knob ⑤ and rotate the arm, 
then tighten again the knob. (Fig. 76)

•	 NOTE: 180° rotation of the microscope with respect to 
the base could cause a rollover of the entire system.

FFig. 76ig. 76

⑤

FFig. 77ig. 77
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9.12.4	 SZ-STL5 / SZ-STL5LED

Adjusting the horizontal arm tension

•	 If the horizontal arm tends to drop automatically, the ten-
sion may need to be adjusted to match the total weight 
of the system. 

1.	 Using 6mm Allen wrench (P) tighten the screw ① to increase 
the resistance of the horizontal arm bracket. (Fig. 77)

•	 Counterclockwise rotation increases the tension, while 
clockwise rotation reduces it.

Tilting the head

1.	 Using 6mm Allen Wrench (P) loosen the screw ③, tilt the 
head in the desired position then tighten the screw. (Fig. 79)

FFig. 78ig. 78

Swinging the head 

•	 Head can be rotated horizontally.
1.	 Using 6mm Allen Wrench (P) loosen the screw ②, rotate the 

camera in the desired position then tighten the screw. (Fig. 
78) 

①
+

-

②

③


